[The central visual field in flicker stimulation].
The authors reported their results of flicker visual field in ganzfeld and 17 central points with 3, 8, 15 and 35 Hertz flicker. They tested 4 groups of control subjects and 12 patients with glaucoma. The flicker visual field may be a useful aid in determining campimetric abnormalities for glaucoma patients with normal static perimetry.